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Abstract. For the self-test of semiconductor gas sensors, we combine two multi-signal processes: temperature-
cycled operation (TCO) and electrical impedance spectroscopy (EIS). This combination allows one to discrim-
inate between irreversible changes of the sensor, i.e., changes caused by poisoning, as well as changes in the
gas atmosphere. To integrate EIS and TCO, impedance spectra should be acquired in a very short time period,
in which the sensor can be considered time invariant, i.e., milliseconds or less. For this purpose we developed
a Fourier-based high-speed, low-cost impedance spectroscope. It provides a binary excitation signal through an
FPGA (field programable gate array), which also acquires the data. To determine impedance spectra, it uses the
ETFE (empirical transfer function estimate) method, which calculates the impedance by evaluating the Fourier
transformations of current and voltage. With this approach an impedance spectrum over the range from 61 kHz
to 100 MHz is acquired in ca. 16 µs.

We carried out TCO–EIS measurements with this spectroscope and a commercial impedance analyzer (Agilent
4294A), with a temperature cycle consisting of six equidistant temperature steps between 200 and 450◦C, with
lengths of 30 s (200◦C) and 18 s (all others). Discrimination of carbon monoxide (CO) and methane (CH4) is
possible by LDA (linear discriminant analysis) using either TCO or EIS data, thus enabling a validation of results
by comparison of both methods.

1 Introduction

Metal oxide semiconductor (MOS) gas sensors are highly
sensitive to a broad range of reducing and oxidizing gases,
and they are available at relatively low cost. Their opera-
tion is based on resistance measurements of a sensitive layer,
which in most cases consists of a granular metal oxide. The
resistance of this layer is strongly determined by the adsorp-
tion of oxygen, which creates a depletion region at the metal
oxide surface leading to an energy barrier between grains
(Tricoli et al., 2010; Morrison, 1982; Kohl, 1989).

The interaction of adsorbed oxygen and reducing or oxi-
dizing gases on the grain surfaces depends strongly on tem-
perature and shows different behavior, depending on the
gases and temperatures (Clifford and Tuma, 1982, 1983;
Morrison, 1987). Temperature is usually controlled by an in-
tegrated heater, e.g., a microstructured platinum resistor on
the substrate.

By variation of temperature, it is possible to obtain a vir-
tual multi-sensor or virtual sensor array, i.e., to evaluate the
sensor resistance at different temperatures and thereby gain
selectivity, in a manner similar to the use of multi-sensory
arrays (Stetter and Penrose, 2002; Schütze et al., 2004). This
method, which we denote as temperature-cycled operation
(TCO), can be used to increase the selectivity and sensitivity
of metal oxide gas sensors considerably (Heilig et al., 1997;
Lee and Reedy, 1999).

Another way to increase the selectivity is the measurement
of the complex sensor impedance by electrical impedance
spectroscopy (EIS). One of the underlying effects is the
change in capacity at the grain boundaries, which is caused
by gas, primarily oxygen. The dielectric properties of the
chemical species present in the sensing layer also influ-
ence the capacitance properties of the sensor layer – their
measurement by EIS can thus increase selectivity (Weimar
and Göpel, 1998; Bârsan and Weimar, 2003).
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Figure 1. Scheme of the sensor self-test strategy (cf. Schüler et al.,
2014).

Besides selectivity, long-term sensor stability is a chal-
lenge for the use of SC gas sensors, especially in safety-
critical applications. A variety of factors influence this sta-
bility, including structural and phase transformations, poi-
soning, degradation of contacts and heaters, bulk diffusion,
sensor design, humidity, temperature changes and interfer-
ence effects (Korotcenkov and Cho, 2011). By increasing
selectivity, TCO – combined with an optimized signal pro-
cessing (Fricke et al., 2008) – addresses especially the influ-
ence of interference gases and changes in humidity, as well
as temperature changes (provided the actual sensor tempera-
ture is controlled, not just heater voltage). The combination
of TCO and EIS can increase the reliability of MOS gas sen-
sors further, acquiring data which may give additional infor-
mation on the sensor properties. These data not only reflect
poisoning, but also may contain information about structural
and phase properties, contacts and heater state (although the
heater is usually isolated from the heater electrodes, heater
properties may affect the measured data by capacitive cou-
pling), bulk diffusion and humidity (Bârsan and Weimar,
2003). These different properties affect the acquired data
in different ways, and the generalization of the method de-
scribed here requires further research. This paper is confined
to the study of poisoning induced by HMDSO (hexamethyld-
isiloxane), a compound which is present as a solvent in many
polymers and causes significant changes in the properties of
MOS gas sensors. Previous works have shown that both TCO
and EIS can be used to discriminate different gases by multi-
variate analysis (Conrad et al., 2007). By checking the con-
sistency of results acquired with both methods, the reliability
of the measurement can be increased (Reimann et al., 2008).
This approach is illustrated in Fig. 1.

To perform EIS and TCO measurements simultaneously,
impedance spectra should be acquired in a very short time
period (milliseconds or less) during which the sensor temper-
ature (and other properties) can be considered constant, i.e.,
the sensor as a time-invariant system. For this purpose we
developed a Fourier-based high-speed, low-cost impedance
spectroscope (Schüler et al., 2014).

2 Impedance measurement

The complex impedanceZ(ω) can be defined as follows
(Barsoukov and Macdonald, 2005):

Z(jω) = |Z|exp(jθ) =
F {v(t)}

F {i(t)}
. (1)

Here,F {v(t)} denotes the Fourier transform of the volt-
age, andF {i(t)} denotes the Fourier transform of the cur-
rent.

The measurement of impedance can be carried out either
in the time domain, which requires a transformation of the
measured values to the frequency domain, or it can be carried
out in the frequency domain, e.g., by setting amplitude and
phase of a driving current and measuring the phase shift and
amplitude of the resulting voltage drop across the device un-
der test (DuT). Most commercial high-frequency impedance
analyzers work in the frequency domain – this approach
promises good accuracy and does not require sophisticated
signal processing (Barsoukov and Macdonald, 2005; Agilent
4294A). On the other hand, the measurements take inher-
ently longer, since only one frequency is measured at a given
time. For example, the instrument used for the reference mea-
surements presented here requires at least 3 ms to measure
the impedance at one frequency (Agilent 4294A); a high-
resolution impedance spectrum with, e.g., 200 tested fre-
quencies requires at least 0.6 s. This duration is even higher if
frequencies below 100 kHz are considered or high precision
is required. On the other hand, when measurements are car-
ried out in the time domain, a broad range of frequencies can
be analyzed simultaneously; thus, measurement times can be
greatly reduced. However, determination of the impedance
spectrum requires signal processing, e.g., Fourier transfor-
mation, to transfer data recorded in the time domain to the
frequency domain (Barsoukov and Macdonald, 2005).

To achieve a compact measurement system with acquisi-
tion times (well) below 1 ms, we built an impedance spec-
troscope which carries out the measurement in the time do-
main and transforms it into the frequency domain using FFT
(fast Fourier transform), in order to calculate the impedance.
This method is known as ETFE (empirical transfer function
estimate) and is widely used in system identification to es-
timate transfer functions of LTI (linear time invariant) sys-
tems (Ljung and Glad, 1994). In a general form, the ETFE
approach can be written as follows (Ljung and Glad, 1994):

GS(ω) =
YS(ω)

US(ω)
. (2)

GS(ω) is the transfer function of a system,YS(ω) is the out-
put in the frequency domain, andUS(ω) is the corresponding
input. We can consider the impedance of a sensor as a trans-
fer function describing the relationship between voltage and
current across the sensor:

Z(ω)=
U (ω)

I (ω)
=

USensor(ω)

Uref(ω)/Rref
. (3)
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Figure 2. Hardware setup of the FoBIS measurement system (cf.
Schüler et al., 2014).

In Eq. (3),Z(ω) is the impedance,U (ω) resp.USensor(ω)

the voltage, andI (ω) the current.I (ω) is not set or directly
measured, but determined from the voltageUref (ω) across a
resistor of known impedance (Rref).

Figure 2 shows the corresponding hardware setup: a bi-
nary signal of broad frequency range is generated by a field-
programmable gate array (FPGA) and transmitted using the
BLVDS_25 differential signaling standard, which generates
a current of defined value. This current causes a voltage
drop of±1.2 V across the resistorRdrive (75�), and thereby
also across the voltage divider consisting of the sensor and
Rref which is connected in parallel (Reimann et al., 2008).
Thus, due to the much higher impedance of the voltage di-
vider compared toRdrive, a voltage of±1.2 V is applied
across the voltage divider to drive the sensor. The branches
of this voltage divider are connected to high-speed ADCs
(analog-to-digital converters; model ADS62P49EVM, Texas
Instruments) via differential amplifiers (AD8130, Analog
Devices), which enable a robust signal transmission, as well
as low-pass filters, which eliminate frequencies above ca.
100 MHz. We use an MLBS (maximum length binary se-
quence) excitation signal with a length of 16.384 µs, which is
sampled at a frequency of 250 MHz. The bandwidth of such a
signal ranges from 61 kHz to 125 MHz (Schüler et al., 2014).
However, since frequencies above 100 MHz are removed in
order to prevent aliasing effects, the bandwidth of the mea-
surement system ranges from 61 kHz to 100 MHz. (Schüler
et al., 2014).

The introduced measurement method is denoted as FoBIS
(Fourier-based impedance spectroscopy). Figure 3 shows
measurements of test impedances carried out with the Fo-
BIS system on the one hand, and with the commercial high-
precision impedance analyzer Agilent 4294A on the other
hand. Obviously, the FoBIS system cannot compete in terms
of absolute accuracy. Due to parasitic capacitances, the signal
intensity decreases at higher frequency and thereby the SNR

Figure 3. Measurements of test impedances (1/10/100k� high-
precision resistors with small parasitic capacitances (< 0.4 pF)),
carried out with a commercial high-precision impedance analyzer
(Agilent 4294A) and the FoBIS measurement system.

(signal-to-noise ratio) decreases inherently. On the other
hand, the quickness of the measurement principle (acquisi-
tion time ≈ 16.4 µs) enables measurements in temperature-
cycled operation even for microstructured sensors with ther-
mal time constants in the millisecond range (Elmi et al.,
2008).

3 Experimental

To evaluate the self-test strategy sketched in Fig. 1, mea-
surements were carried out with the UST Umweltsensortech-
nik GGS 1330, an SnO2-based sensor sensitive towards a
broad range of reducing gases. At first, we characterized the
unimpaired sensor. The measurements were carried out in
temperature-cycled operation with the Agilent 4294A, and
the FoBIS system. To enable temperature-cycled operation
with the Agilent 4294A, we implemented the temperature
cycle shown in Fig. 4, consisting of six equidistant temper-
ature steps between 200 and 450◦C, with lengths of 30 s
(200◦C) and 18 s (all others). The impedance analyzer Ag-
ilent 4294A requires 10.8 s to record one impedance spec-
trum with a range from 200 Hz to 110 MHz with 201 sup-
porting points with logarithmic distribution at the second-
highest precision available (“measurement bandwidth”= 4).
Acquisition of the impedance spectra was triggered 5 s af-
ter each temperature change, when the sensor has almost
reached a steady state (the impedance relaxation induced by
the temperature change is mostly complete, cf. Fig. 7). Af-
ter these initial characterization measurements, the sensor
was exposed to 70 ppm HMDSO for 10 min in temperature-
cycled operation. After this poisoning, the characterization
measurements were repeated. Figures 5 and 6 show a section
of the characterization measurements carried out before and
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Figure 4. Temperature set points and timing of impedance mea-
surements during temperature cycle.

after poisoning. The presented values are quasi-static sen-
sor responses, i.e., sensor response values which were ac-
quired at defined time/temperature points within the temper-
ature profile. The sensor response is defined as follows:

S =
|Zair|

|Zgas|
− 1, (4)

where|Zair| is the magnitude of the impedance in air, ac-
quired for each temperature in the first temperature cycle,
and|Zgas| is the impedance value at a given time during the
measurement.

Figure 5 shows quasi-static sensor responses at 200 Hz and
62.8 kHz, acquired with the Agilent 4294A before and after
poisoning. The gas concentrations are shown in the bottom
row of Figs. 5 and 6. In this paper, we consider two concen-
trations each of methane (CH4: 550 and 1100 ppm) and car-
bon monoxide (CO: 50 and 100 ppm); whereas the gas pro-
file also contained hydrogen (H2: 5 and 10 ppm) and ethanol
(C2H5OH: 5 and 10 ppm) (Schüler et al., 2014). All gases
were applied in zero air with 50 %rh (relative humidity).

The sensor reactions differ for the different gas–
temperature combinations in a typical manner (at 350◦C, the
sensor reactions of CH4 and CO are comparably high, while
at 200◦C, carbon monoxide causes a significantly higher
sensor reaction), which enables selective measurements. The
quasi-static sensor responses of the unimpaired sensor are
very high during the first cycles in presence of methane, es-
pecially at high temperatures. This phenomenon might be
caused by a reaction of a surface species taking place at
higher temperatures in presence of methane, in which the
species causing the reaction is being consumed or desorbed.
The measurement after poisoning does not exhibit this be-
havior.

Figure 5. Laboratory measurement, carried out with commercial
impedance analyzer Agilent 4294A. The graphs show sensor reac-
tions for each step of the temperature cycle at 200 Hz and 62.8 kHz
with the unimpaired as well as with the poisoned sensor.

For temperatures of 250◦C and above, the sensor reac-
tions match well for both frequencies, confirming earlier re-
search which has shown that the response at frequencies up
to 100 kHz corresponds to the DC resistance which is usu-
ally measured (Reimann, 2011). However, at 200◦C, the
sensor reaction measured at 62.8 kHz differs significantly
from the one measured at 200 Hz. The reason for this dif-
ference is a typical resonance effect in the frequency spec-
trum of the UST GGS 1330, which has been described in
Reimann (2011). The frequency, at which this resonance
peak appears, depends on the measurement setup and the
resistance of the sensor, it shifts towards lower frequencies
for high resistances. At 200◦C the resonance peak is at ca.
100 kHz in air, and the impedance measured is strongly in-
fluenced by the resonance. When resistivity drops due to the
presence of a reducing gas, the shift of the resonance peak
towards higher frequencies is added to the actual drop in re-
sistance, leading to an extraordinarily high sensor response at
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Figure 6. Laboratory measurement, carried out with FoBIS system.
The graphs show sensor reactions for each step of the temperature
cycle at 61 kHz for the unimpaired as well as for the poisoned sen-
sor.

62.8 kHz. The poisoned sensor has a significantly lowered re-
sistance, at which the resonance peak is shifted towards much
higher frequencies, which explains the lower sensor response
measured at 200◦C after poisoning. Overall, the sensor reac-
tions are higher for the poisoned sensor. A decrease in sensi-
tivity is not what one would implicitly expect from a sensor
poisoning mechanism which deactivates surface states on the
sensor. However, some reflections on the functioning of the
sensor give plausibility to the phenomenon: the poisoning re-
action of HMDSO with sensor surfaces takes place primarily
at the locations which are exhibited most directly to the sen-
sor poison, deactivating these in the first place. The metal ox-
ide layer is contacted at its very bottom by electrodes; thus,
the measured resistance is influenced most strongly by the
sensor reactions taking place near those electrodes. The poi-
soning of the upper sensor layers inhibits sensor reactions on
the more “electrically insensitive” outer surface and enables
the target gas to penetrate to the more “electrically sensitive”

Figure 7. Sensor impedance of UST 1330 at 61 kHz, in air (50 %rh,
black lines) and in air with 50 ppm CO (red lines) during temper-
ature cycle. The solid lines show the impedance of the unimpaired
sensor; the dashed lines show the impedance values of the same
sensor after its exposure to 70 ppm HMDSO (hexamethyldisilox-
ane) during 10 min.

Table 1. Features used for EIS-based LDA.

Quantity/frequency range (all at 250◦C) Mean Slope
value

Abs. value of impedance|Z| (61–183 kHz) X
Abs. value of impedance|Z| (456 kHz–4.6 MHz) X X
Abs. value of impedance|Z| (4.9–6.4 MHz) X
Abs. value of impedance|Z| (6.4–8.9 MHz) X X
Abs. value of impedance|Z| (8.9–27.4 MHz) X
Abs. value of impedance|Z| (40.8–103 MHz) X X
Impedance angle2(Z) (594 kHz–5.3 MHz) X

region in direct vicinity of the electrodes, where the sensor
reaction takes place and is measured with high sensitivity.

Figure 6 shows the quasi-static sensor responses of the
measurement carried out with the FoBIS system before poi-
soning. Here, the shown values were calculated by averaging
10 measurements at the end of each temperature step. The
reason that 10 data points per temperature step were averaged
was to achieve better comparability of the FoBIS measure-
ments with those carried out with the Agilent 4294A, which
can only acquire one spectrum per temperature step. Figure 6
shows the sensor responses at 61 kHz. At this frequency, the
SNR of the FoBIS spectroscope is relatively high and the
sensor responses towards all gases are clearly recognizable
at all temperatures.

Figure 7 shows sensor impedance values at 61 kHz over
the temperature cycle, in pure air with 50 %rh, as well as in
presence of 50 ppm CO. The solid lines represent the unim-
paired sensor; the dashed lines represent the measurement
carried out after poisoning. In air, the poisoning has little
influence on the impedance values at lower temperatures,
whereas at high temperatures, the impedance of the poisoned

www.j-sens-sens-syst.net/3/213/2014/ J. Sens. Sens. Syst., 3, 213–221, 2014



218 M. Schüler et al.: MOS gas sensor self-test using FoBIS

Figure 8. LDA of 10 EIS features (mean values/slopes) for unim-
paired (solid symbols) and poisoned (open symbols) sensor, ac-
quired with Agilent 4294A impedance analyzer.

Table 2. Results of leave-one-out cross validation using a kNN clas-
sifier (k = 3) with Euclidian distance.

Measurement method Sensor state
Percentage of correct

classifications

Air CH4 CO

EIS-IA
unimpaired 100 % 100 % 100 %
poisoned 100 % 62.5 % 0 %

EIS-FoBIS
unimpaired 100 % 81.25 % 87.5 %
poisoned 100 % 0 % 100 %

TCO-IA
unimpaired 100 % 100 % 100 %
poisoned 100 % 100 % 0 %

TCO-FoBIS
unimpaired 100 % 100 % 100 %
poisoned 100 % 50 % 100 %

sensor is strongly reduced compared to the unimpaired sen-
sor. This results in a clearly recognizable change of the shape
of the impedance over the temperature profile. In presence of
50 ppm of carbon monoxide, the shape of the impedance over
the temperature cycle changes less strongly, whereas there is
a strong decrease in the magnitude of the impedance after
poisoning, which actually leads to an increase in sensitivity
vs. CO at low sensor temperatures.

4 Feature extraction, signal processing and results

To evaluate the measurements and enable a classification
of the results, we use LDA (linear discriminant analysis),
a supervised algorithm for dimensionality reduction. LDA
calculates a linear transformation, which maps a multi-
dimensional feature vector to a vector withN − 1 dimen-
sions,N being the number of classes to be discriminated
(Backhaus et al., 2000). In our case, the classes correspond

Figure 9. LDA of 10 EIS features (mean values/slopes) for the
unimpaired (solid symbols) and the poisoned (open symbols) sen-
sor, acquired with FoBIS impedance spectroscope.

to the different gases to allow discrimination of the different
gases independent of the gas concentration. The transforma-
tion calculated by the LDA maximizes the distance between
data sets from different classes and minimizes the variance
(spread) within the single classes. Although LDA reduces
the dimensionality, the number of dimensions in the feature
vector should be limited to a number much smaller than the
number of measurements in order to achieve a stable discrim-
ination, i.e., to prevent overfitting (Luo et al., 2011).

We carried out LDAs with EIS and TCO data, using
the commercial impedance analyzer Agilent 4294A and the
FoBIS impedance spectroscope. Hereafter, the LDA eval-
uations are denoted as follows: EIS-IA (EIS data, com-
mercial impedance analyzer), EIS-FoBIS (EIS data, FoBIS
impedance spectroscope), TCO-IA (TCO data, commercial
impedance analyzer), and TCO-FoBIS (TCO data, FoBIS
impedance spectroscope).

The feature vectors for the EIS-IA and EIS-FoBIS LDA
were generated by extracting mean values and slopes in se-
lected frequency intervals. Table 1 outlines the features used
for these LDAs, which were obtained from the 250◦C tem-
perature step only. At this temperature, the signal in air is
only slightly influenced by the poisoning. Figure 8 shows
the EIS-IA LDA. The solid symbols represent measurements
carried out with the unimpaired sensor; the open symbols
represent the measurements after poisoning. Air is clearly
discriminated from both gases by the first discriminant func-
tion (DF1), which contains 99.99 % of the discriminatory in-
formation. For the unimpaired sensor, CO and CH4 are dis-
criminated in the second discriminant function (DF2), which
contains only 0.01 % of the discriminatory information, and
is therefore very sensitive to small changes in the sensor sig-
nal. In DF1, there is only a small shift for all groups after
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Figure 10. LDA of five TCO features (absolute impedance value
differences) for unimpaired (solid symbols) and poisoned (open
symbols) sensor, acquired with Agilent 4294A impedance analyzer.

poisoning. Along DF2, however, the shifts are relatively big-
ger for the gas measurements. These shifts are different for
CO and CH4: the CO measurements shift relatively far, those
measured at 100 ppm further than the ones taken at 50 ppm.
The different methane concentrations (550 ppm/1100 ppm)
shift in crosswise manner. These shifts might result from the
long measurement time of the Agilent 4294A, during which
the sensor characteristics might change, combined with a
higher sensitivity of DF2 to small changes in the sensor sig-
nal. We carried out a leave-one-out cross-validation, using a
k nearest neighbor (kNN,k = 3) Euclidian distance classifier
for the different LDAs (Francois et al., 2011). The results are
shown in Table 2. It shows that after poisoning discrimina-
tion between CH4 and CO is no longer possible. However,
air is classified correctly even after poisoning, and can thus
be discriminated from both gases.

Figure 9 shows the EIS-FoBIS LDA. Similar to the EIS-
IA LDA, this evaluation shows only a small shift in the mea-
surements acquired in pure air caused by poisoning. In the
presence of CO or CH4 the measurements shift along both
discriminant functions after poisoning. For the EIS-FoBIS
LDA, the shifting directions are rather parallel, unlike in
the EIS-IA LDA, where a crosswise shift was observed. In
this LDA, the discrimination between CH4 and CO is im-
perfect even before poisoning, with 81.25 % and 87.5 %, re-
spectively, of measurements classified correctly. After poi-
soning, all CH4 measurements are classified incorrectly. Al-
though the evaluation results are not completely equivalent
for both measurement systems, the differences between the
gas measurements of unimpaired and poisoned sensors can
be recognized in the LDAs carried out with impedance data
from either system, and pure air can be discriminated from
gas even after poisoning.

Figure 11. LDA of five TCO features (absolute impedance mean
value differences) for unimpaired (solid symbols) and poisoned
(open symbols) sensor, acquired with the FoBIS impedance spec-
troscope.

Figure 12. LDA discriminating measurements carried out with the
poisoned (bright bars) and unimpaired (dark bars) sensor using five
TCO features (absolute impedance mean value differences). The
data were acquired using the FoBIS impedance spectroscope; mea-
sured conditions are pure air plus two concentrations each of CH4
(550, 1100 ppm) and CO (50, 100 ppm), all at 50 %rh.

To extract the features for the TCO-based LDAs shown in
Figs. 10 and 11, we calculated the differences of the normal-
ized absolute impedance values at 61 kHz at adjacent tem-
perature steps, i.e.,

|Z(61 kHz, Ti)| − |Z(61 kHz, Ti−1)| (5)

i = 1. . .5, T0= 200◦C,T1= 250◦C,T2= 300◦C,

T3= 350◦C,T4= 400◦C,T5= 450◦C.
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Again, 10 measurements were averaged for each FoBIS-
based data point.

Figure 10 shows the TCO-IA LDA: for the unimpaired
sensor, the different gases are well separated, allowing a per-
fect classification. For the poisoned sensor, the LDA yields
results which have strongly shifted. Unlike the EIS-based
LDA, these shifts are of similar direction and value for the
different gas exposures. This result would not enable a cor-
rect classification of either gas. In the TCO-FoBIS LDA
(Fig. 11), the poisoning causes significant shifts as well, al-
though the cross-validation shows a partially correct classi-
fication even after poisoning. Thus, a check of this result,
which takes into account the EIS-based result (as outlined in
Fig. 1), can increase the reliability in the detection of sensor
changes.

Figure 12 shows the result of a TCO-based LDA carried
out with data from all measurements shown in Fig. 11, but
separated into two different classes: poisoned sensor and
unimpaired sensor. The result shows that a detection of sen-
sor impairments is also possible from TCO data acquired us-
ing the FoBIS impedance spectroscope for the limited test
gas selection that was examined.

5 Conclusion and outlook

We developed a compact high-speed impedance measure-
ment system, which enables the combination of EIS and
TCO even for sensors with small thermal time constants, i.e.,
MEMS-based sensors. Sensor changes affect the results of
both measurement methods differently, which enables a reli-
able detection of sensor impairments for improved reliability
of gas sensor systems. The shifts in the EIS-based LDAs sug-
gest that the impedance data contain information useful for
recognition of sensor impairments. The long measurement
time of the commercial impedance analyzer is an important
challenge in temperature-cycled operation, which shows the
necessity of faster impedance measurement systems for com-
bined TCO–EIS measurements. The evaluation of TCO fea-
tures indicates that a detection of sensor impairments can be
possible from TCO data only. Therefore, further research will
consider the influence of sensor changes to the dynamic be-
havior of the sensors and also examine the influence of vari-
ous impairments (e.g., sulfur compounds), as well as broader
ranges of test gases and gas concentrations.
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