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Abstract. Interactions between water and nanoparticles
are relevant for atmospheric multiphase processes, physi-
cal chemistry, and materials science. Current knowledge of
the hygroscopic and related physicochemical properties of
nanoparticles, however, is restricted by the limitations of the
available measurement techniques. Here, we present the de-
sign and performance of a nano-hygroscopicity tandem dif-
ferential mobility analyzer (nano-HTDMA) apparatus that
enables high accuracy and precision in hygroscopic growth
measurements of aerosol nanoparticles with diameters less
than 10 nm. Detailed methods of calibration and validation
are provided. Besides maintaining accurate and stable sheath
and aerosol flow rates (±1 %), high accuracy of the differen-
tial mobility analyzer (DMA) voltage (±0.1 %) in the range
of∼ 0–50 V is crucial for achieving accurate sizing and small
sizing offsets between the two DMAs (< 1.4 %). To main-
tain a stable relative humidity (RH), the humidification sys-
tem and the second DMA are placed in a well-insulated
and air conditioner housing (±0.1 K). We also tested and
discussed different ways of preventing predeliquescence in

the second DMA. Our measurement results for ammonium
sulfate nanoparticles are in good agreement with Biskos et
al. (2006b), with no significant size effect on the deliques-
cence and efflorescence relative humidity (DRH and ERH,
respectively) at diameters down to 6 nm. For sodium sulfate
nanoparticles, however, we find a pronounced size depen-
dence of DRH and ERH between 20 and 6 nm nanoparticles.

1 Introduction

The climatic effects of aerosol nanoparticles have attracted
increasing interest in recent years (Wang et al., 2016; An-
dreae et al., 2018; Fan et al., 2018). Interactions between wa-
ter and nanoparticles are relevant for atmospheric multiphase
processes, physical chemistry, and materials science (Zheng
et al., 2015, 2020; Cheng et al., 2015, 2016; Su et al., 2020).
Aerosol nanoparticles in the atmosphere mostly originate
from new particle formation, and a fraction of these nanopar-
ticles could potentially grow into sizes that enable them to ef-
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ficiently act as cloud condensation nuclei and, thus, to change
the contributions of aerosol nanoparticles to climate forcing
(Lihavainen, 2003; Wiedensohler et al., 2009; Sihto et al.,
2011; Kirkby et al., 2011; Keskinen et al., 2013; Dunne et
al., 2016; Kim et al., 2016). These processes strongly depend
on the chemical composition and physicochemical properties
of these nanoparticles (Köhler, 1936; Su et al., 2010; Wang
et al., 2015; Cheng et al., 2015). One of the most important
physicochemical properties of nanoparticles is their hygro-
scopic behavior, which describes their ability to take up wa-
ter, and it can differ significantly from that of larger particles
(Hämeri et al., 2000, 2001; Gao et al., 2006; Biskos et al.,
2006a, b, c; Cheng et al., 2015).

To understand and predict the hygroscopic properties of
nanoparticles, current thermodynamic models mostly rely
on the concentration-dependent thermodynamic properties
(such as water activity and interfacial energy) derived from
the measurements of large aerosol particles or even bulk sam-
ples (Tang and Munkelwitz, 1994; Tang, 1996; Pruppacher
and Klett, 1997; Clegg et al., 1998). They are thus difficult or
impossible to apply to describe the hygroscopic behavior of
sub-10 nm nanoparticles, which can often be supersaturated
in concentration compared to bulk solutions (Cheng et al.,
2015; Wang et al., 2018). Furthermore, the nanosize effect
on these properties may also need to be considered (Cheng
et al., 2015). The lack of such data hinders the understand-
ing and accurate simulation of the interaction of water vapor
and atmospheric nanoparticles. In addition, by knowing the
hygroscopicity of newly formed nanoparticles, one can infer
the involving chemical species (e.g., organic ratio) in parti-
cle formation and initial growth (Wang et al., 2010), which
is otherwise difficult and highly challenging to measure di-
rectly (Wang et al., 2010; Ehn et al., 2014). Hence, measuring
the hygroscopicity of nanoparticles is essential for improving
our understanding of aerosol formation, transformation, and
their climate effects.

Different techniques have been employed to characterize
the hygroscopic properties of aerosol particles in different
sizes (Fig. S1 in the Supplement; Tang et al., 2019), such as
the Fourier transform infrared spectrometer (FTIR; Zhao et
al., 2006), Raman spectroscopy (Dong et al, 2009), electro-
dynamic balance (EDB; Chan and Chan, 2003, 2005; Chan
et al., 2008), optical tweezers (Reid et al., 2011; Rickards et
al., 2013), a hygroscopicity tandem differential mobility ana-
lyzer (HTDMA; e.g., Rader and McMurry, 1986; Mikhailov
et al., 2004, 2008, 2009; Biskos et al., 2006a, b, c; Cheng
et al., 2008, 2009; Eichler et al., 2008; Stock et al., 2011;
Hong et al., 2014, 2015; Lei et al., 2014; 2018; Mikhailov
and Vlasenko, 2020), and atomic force microscopy (AFM;
Estillore et al., 2017; Wang et al., 2020). Using these tech-
niques, most of the early laboratory studies focused on the
hygroscopic behavior of particles in the accumulation modes
and supermicron size range, including deliquescence, efflo-
rescence of pure components, and the effect of organics on

the change or suppression of the deliquescence and efflores-
cence of these inorganic components in mixtures.

For nanoparticles with diameters down to sub-10 nm, there
are, however, only very few studies that have attempted to in-
vestigate their interactions with water molecules; these stud-
ies mainly utilized the setup with humidified tandem differ-
ential mobility analyzers (DMAs) (Hämeri et al., 2000, 2001;
Sakurai et al., 2005; Biskos et al., 2006a, b, c; Giamarelou et
al., 2018). In Table S1 in the Supplement, we summarized the
measured DRH and ERH of ammonium sulfate nanoparticles
in the size range from 6 to 100 nm, using HTDMAs. In the
aforementioned studies, the results of the observed DRH and
ERH and prompt or nonprompt phase transitions of ammo-
nium sulfate nanoparticles, however, do not show universal
agreement. The technical challenges in HTDMA measure-
ments, especially in the sub-10 nm size range, mainly relate
to the (1) accurate sizing and small sizing offset of the two
DMAs and (2) highly stable measurement conditions in the
whole system. A large sizing offset between the two DMAs
may lead to significant errors in the measured growth factor
based on error propagation (Mochida and Kawamura, 2004).
Massling et al. (2011) and Zhang et al. (2016) suggested
that, to achieve good hygroscopic growth factor of nanopar-
ticles, the sizing offset of the two DMAs should be within
±2 %–3 %, which is, however, very difficult to maintain for
the sub-10 nm size range. To accurately measure phase tran-
sition (e.g., DRH and ERH), a highly stable measurement
condition is essential, especially for maintaining a small tem-
perature perturbation in the humidification system and inside
the second DMA to prevent predeliquescence. For example,
a 0.8 K fluctuation in the experimental temperature during
the measurement can result in a 4 % difference in relative
humidity (0 %–90 %) inside the humidified DMA (Hämeri
et al., 2000), leading to an inaccurate determination of the
phase transition. Another problem is the prompt versus non-
prompt phase transition. Although the effects of impurities
on the phase transition of aerosol nanoparticles (Biskos et
al., 2006a; Russell and Ming, 2002) may be one possible rea-
son for the previously observed nonprompt phase transitions
(e.g., Hämeri et al., 2000), the apparent nonprompt phase
transition of aerosol nanoparticles has been thought to be
mainly due to the inhomogeneity of relative humidity (RH)
and temperature in the humidified DMA during measure-
ments (Biskos et al., 2006b; Bezantakos et al., 2016). More-
over, the hygroscopic measurements are, in general, difficult
for nanoparticles with diameters below 20 nm due to high dif-
fusion losses of nanoparticles (Seinfeld and Pandis, 2006).

In this study, we present the design of a nano-HTDMA
setup that enables high accuracy and precision in the hygro-
scopic growth measurements of aerosol nanoparticles with
diameters less than 10 nm. Detailed methods of calibration
and validation are provided. We discuss in detail how to
maintain the good performance of the system by minimiz-
ing uncertainties associated with the stability and accuracy of
RH, temperature, voltage for nanoparticle classification, and
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sheath and aerosol flows in the DMA systems. We then apply
the nano-HTDMA system to study the size dependence of the
deliquescence and the efflorescence of aerosol nanoparticles
of two specific inorganic compounds (e.g., ammonium sul-
fate and sodium sulfate) for sizes down to 6 nm.

2 Methods

2.1 Nano-HTDMA system

We designed a nano-HTDMA system to measure the aerosol
nanoparticle hygroscopic growth factor (gf), especially aim-
ing for accurate measurements of the phase transition and
hygroscopic growth factor for nanoparticles in the sub-10 nm
size range. Here, gf is defined as the ratio of the mobility di-
ameters of nanoparticles after humidification (Dm (RH)) to
those in the dry condition (Dm (< 10 % RH)); see Sect. S1
and Eq. S1 in the Supplement. As presented in Fig. 1,
the nano-HTDMA is comprised of three main components,
including two nano-differential mobility analyzers (nano-
DMA; TROPOS model; Vienna-type short DMA; Birmili et
al., 1997), an ultrafine condensation particle counter (CPC;
TSI; model no. 3776), and a humidification system. Table 1
shows the technical specification, where the DMA system,
humidification system, and temperature system of the three
HTDMA setups are compared to the systems of Biskos et
al. (2006b), Hämeri et al. (2000), and this study.

In our setup (Fig. 1), the first nano-DMA (nano-DMA1)
is used to produce quasi-monodisperse nanoparticles at a de-
sired dry diameter. The flow rate of the closed-loop sheath
flow in the nano-DMA1 is maintained at 10 L min−1. The ra-
tio of sheath flow to aerosol flow is 10 : 1.5. The sheath flow
is dried in parallel to RH below 10 % by two custom-built
Nafion dryers (TROPOS; model no. ND.070). The quasi-
monodisperse nanoparticles produced by nano-DMA1 then
enter the humidification system, which can be set to deliques-
cence mode (from low RH to high RH for measuring deli-
quescence) or efflorescence mode (from high RH to low RH
for measuring efflorescence). In the deliquescence mode, dry
nanoparticles are humidified by a Nafion humidifier (NH-1;
TROPOS; model no. ND.070; length 60 cm) to a target RH.
In the efflorescence mode, nanoparticles are first exposed to a
high RH condition (∼ 97 % RH) in a Nafion humidifier (NH-
2; Perma Pure; model no. MH-110; length 30 cm) and then
dried to a target RH through NH-1. The humid flow in the
outer tube of NH-1 is a mixture of high-humidity air pro-
duced with a custom-built Gore-Tex humidifier and heater
(GTHH; TROPOS; inner radius 1.5 cm and length 30 cm)
and dry air in variable proportions. To have precise control
of the aerosol RH, the flow rates of the humid and dry air are
adjusted with a proportional–integral–derivative (PID) sys-
tem, including two mass flow controllers (MFC; MKS In-
struments, Inc.; model no. MF1) and an RH sensor (Vaisala;
model no. HMT330) downstream of NH-1.

Figure 1. Experimental setup of the nano-HTDMA. Note: AG –
aerosol generator (aerosol atomizer or electrospray); ND – Nafion
dryer; Kr-85 – Krypton source aerosol neutralizer; nano-DMA –
nano differential mobility analyzer; TPF – total particle filter; HF –
hydrophobic filter; MFC – mass flow controller; MFM – mass flow
meter; RB – recirculation blower; DPM – dew point mirror; GTHH
– Gore-Tex humidifier and heater; NH – Nafion humidifier; HE –
heat exchanger; CPC – condensation particle counter; black line –
aerosol line; blue line – sheath line; royal blue line – humidified
air; and green line – Milli-Q water (resistivity of 18.2 M� cm at
298.15 K). RHa and RHs (measured by RH sensors) represent the
relative humidity (RH) of aerosol and sheath flow in the inlet of
nano-DMA2, respectively. RHe (measured by dew point) represents
the RH of excess air. T represents the temperature of aerosol and
sheath flow in the inlet of nano-DMA2, respectively.

The residence time is ∼ 5.4 s in the NH-1 for both the del-
iquescence and the efflorescence modes. Many groups have
reported that the residence time of a few seconds is sufficient
for reaching equilibrium to measure the hygroscopic growth
or shrink of inorganic salt particles, e.g., ammonium sulfate
and chloride sodium (Chan and Chan, 2005; Duplissy et al.,
2009; Lei et al., 2014, 2018; Giamarelou et al., 2018). More
specifically, Kerminen (1997) estimated the time for reach-
ing the water equilibrium to be between 8×10−6 and 0.005 s
for 100 nm nanoparticles at 90 % RH at 25 ◦C, with accom-
modation coefficients from 0.001 to 1, respectively. In our
study, we measured the inorganic aerosol nanoparticles with
diameters from ∼ 100 nm down to 6 nm; thus, the equilib-
rium time should be even shorter as the nanoparticle size de-
creases (Table S2). In NH-2, the residence time is ∼ 0.07 s
for the deliquescence of inorganic aerosol nanoparticles at
very high RH conditions (∼ 97 % RH), which is much longer
than the time estimated for the phase transition by Duplissy
et al. (2009; of the order of a few milliseconds) and Raoux
et al. (2007; of the order of a few nanoseconds). In addi-
tion, we have tested a longer NH-2 (Perma Pure; model no.
MH-110; length 121 cm) in the efflorescence mode, and no
significant difference in measured growth factors is found,
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Table 1. Accuracy, precision, and sources of uncertainty associated with HTDMA measurements. Note: GE – general eastern.

Biskos et al. (2006b) Hämeri et al. (2000) Nano-HTDMA
(this study)

DMA system

Type of DMA1 and DMA2 TSI nano-DMAs Hauke-type DMAs Vienna-type short DMAs

Accuracy of aerosol flow in DMA2 ±1 % (0.3–1.5 L min−1) – ±1 % (1.5 L min−1)

Accuracy of sheath flow in DMA2 ±1 % (5–15 L min−1) – ±1 % (10 L min−1)

Accuracy of DMA voltage ±0.1 % (0–500 V) – ±0.1 % (0–350 V)

Sizing accuracy of DMA2
using PSL

3 % – 0.4 % (100 nm PSL)

Sizing agreement between DMAs
using ammonium sulfate

3.1 % (10 nm)a
± 1 %b 0.6 % (100 nm) c

0.5 % (60 nm)c

1.4 % (20 nm)c

0.9 % (10 nm)c

−0.2 % (8 nm)c

1.4 % (6 nm)c

Precision of particle sizing < 2 % – < 2 % (6–200 nm)d

Humidification system

Type of RH sensor RH sensors
(Omega; model
no. HX93AV)

Dew point mirror (GE)
RH sensors
(Vaisala Humitter;
model no. 50Y)

Dew point mirror (Edgetech)
RH sensors
(Vaisala; model
no. HMT 330)

Accuracy of RH sensors
(0 %–90 % RH)

±2.5 % RH ±3 % RHe
±1 % (RH sensor)

Position of the probe in the system Inlet of DMA2
(RHa sensorf; RHs sensor g)

Inlet of DMA2 (RHa sensor)
and excess air (RHs sensor;
dew point mirror)

Inlet of DMA2 (RHa sensor;
RHs sensor) and excess air
(dew point mirror)

RH setting RHa = RHs RHs ≥ RHa+ 3 % RHa = RHs

Temperature control system

Temperature control type Thermally isolated
environment
(humidification and DMA2)h

Thermally isolated
environment (DMA2)

Box T regulated
(humidification and DMA2)

Difference in T
between inlet and outlet of DMA2

– – < 0.2 ◦C

Note: the “–” shows figures not reported. a According to the scans of the second DMA for the hygroscopic growth of 10 nm ammonium sulfate and the growth factors at different
RHs provided by Biskos et al. (2006b), we retrieved an average sizing offset of the Biskos et al. (2006b) system of ∼ 3.1 % at 10 nm (see Sect. S1). b Size range not given. c See
Table S2. d Value calculated according to the relative standard derivation. e From the Vaisala Humitter model no. 50Y manual. f RHa – the RH of aerosol flow. g RHs – the RH of
sheath flow. h Bezantakos et al. (2016).

indicating that the residence time in NH-1 and NH-2 should
be sufficient.

The number size distribution of the humidified nanopar-
ticles is measured with a combination of the second nano-
DMA (nano-DMA2) and the ultrafine CPC. Similar to
Biskos et al. (2016b), a multiple Nafion humidifier (NH-3;
Perma Pure; model no. PD-100) is used in our nano-HTDMA
system to rapidly adjust the RH of the sheath flow of nano-

DMA2. The sheath flow is fed into the outer tube of the
NH-3 to minimize its pressure drop. The RH of humid flow
in the inner tube of NH-3 is controlled with a similar PID
system to that of NH-1. An RH sensor (Vaisala; model no.
HMT330) downstream of NH-3 is used to provide feedback
to the PID system. In our nano-HTDMA system, a dew point
mirror (DPM; Edgetech; model no: Mirror-99) is placed in
the excess flow line to measure the RH and temperature of
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the excess flow of the nano-DMA2. During the operation,
the difference between sheath flow RH and aerosol flow RH
was maintained within ±1 % (see more details in Sect. 2.2).

The sheath flow is maintained at the set flow rate with
a PID-controlled recirculation blower (RB; Ametek; series
Minispiral). Prior to every size scan, the sheath flow rate of
the nano-DMA2 is adjusted by the PID system according
to the measurement of a mass flow meter (MFM; TSI; se-
ries 4000) in the sheath flow line. In order to minimize the
pressure drop along the recirculating sheath flow loop, a low
flow resistance MFM and hydrophobic filter (HF; Whatman;
model no. 6702-3600) are used. A heat exchanger (HE; Ebm-
papst; model no. 4414FM) is installed downstream of the RB
to minimize the temperature perturbation in the sheath flow
by the heat generated in the RB.

As mentioned before, temperature nonuniformity is the
main contributor to the fluctuation of RH within humidi-
fied DMA. A temperature difference within nano-DMA2 is
unavoidable, mainly due to temperature difference between
the inner electrode and the rest of nano-DMA2 parts and
the temperature difference between aerosol and sheath flow
(Duplissy et al., 2009; Bezantakos et al., 2016). As shown
in Fig. 1, in order to investigate and monitor the temper-
ature difference within nano-DMA2 during measurements,
a temperature sensor (Thermo Electron; model no. Pt100)
is placed at the inlet of the sheath flow, and the tempera-
ture of sheath excess flow is monitored by the DPM. Note
that a DPM should be installed as close as possible to the
nano-DMA2 in the excess flow to better represent the con-
ditions inside the nano-DMA2, such as temperature and RH
(Wiedensohler et al., 2012). In addition, the temperature of
the aerosol flow is monitored at the inlet of the aerosol flow
of nano-DMA2.

Moreover, to maintain a stable environment that is re-
quired for the growth factor measurements, a nano-DMA2,
with its sheath flow humidification system, is placed in a
well-insulated housing chamber (marked with yellow dashed
lines in Fig. 1). An air conditioner (Telemeter Electronic
GmbH; model no. TEK-1004-RR-24-IP55) is installed inside
the housing to maintain a constant temperature (292.15±
0.1 K), which is set to be ∼ 1 K lower than the constant
laboratory temperature (293 K) in order to achieve high RH
(∼ 90 %) inside nano-DMA2.

2.2 Calibration of nano-HTDMA

The purpose of this study is to design and build a nano-
HTDMA system that is able to measure the hygroscopic
properties of nanoparticles, especially in the sub-10 nm size
range. A small perturbation in the measurement conditions
may lead to large biases in the results. Hence, in order to pro-
vide high-quality hygroscopicity measurements of nanopar-
ticles, systematic calibration of the nano-HTDMA should
be conducted regularly to ensure the accuracy and stabil-
ity of the measurement conditions. Table 1 lists the possible

sources of uncertainty which could affect the performance
of the HTDMAs. In our setup, nanoparticle sizing, aerosol
and sheath flow rates, the high voltage (HV) applied to nano-
DMAs, RH sensors, and temperature sensors are calibrated
and verified independently.

Note that in the following, for calibration and checking of
different parameters, the criteria and standards that the nano-
HTDMA system has to meet are listed mainly according
to the suggestions from Duplissy et al. (2009) and Wieden-
sohler et al. (2012), which are not specifically provided for
accurately measuring the size or hygroscopic growth of sub-
10 nm nanoparticles. Compared with these criteria for mea-
suring the hygroscopic growth of sub-10 nm nanoparticles,
we have achieved a better condition for our nano-HTDMA
system after comprehensive calibrations, as described in the
following (for more details about the performance of our sys-
tem see Sect. 3).

2.2.1 Sizing accuracy

For particle diameters higher than 100 nm, the verification of
the sizing accuracy of DMAs can be accomplished by us-
ing certified particles of known sizes, such as polystyrene
latex (PSL) spheres (Hennig et al., 2005; Mulholland et al.,
2006; Duplissy et al., 2009; Wiedensohler et al., 2012, 2018).
The particle sizing of nano-DMA2 is checked with PSL by
switching off the sheath flow and the HV supply of nano-
DMA1, which actually, in this case, does not function as a
DMA but rather a stainless-steel tube. Sizing agreement be-
tween measured diameters and nominal diameters of PSL
particles above 100 nm should be within ±3 % (Wieden-
sohler et al., 2012). After confirming the accurate sizing of
nano-DMA2, the sizing accuracy of nano-DMA1 can be, in
turn, checked by the nano-DMA2 with a full scan of a cer-
tain size of PSL spheres selected by the nano-DMA1. Note
that it is important to check not only the sizing accuracy of
both DMAs but also the sizing agreement between the nano-
DMA1 and nano-DMA2. To achieve good hygroscopicity
measurements of nanoparticles, the sizing offset of the two
DMAs should be within ±2 %–3 % (Massling et al., 2011;
Zhang et al., 2016).

For nanoparticles with diameters smaller than 100 nm, the
sizing accuracy is, however, difficult to check by using PSL
nanoparticles. This is mainly because the size of the resid-
ual material in the solution also peaks around 20–30 nm
(Fig. S2a), resulting in an asymmetric number size distri-
bution of generated PSL nanoparticles (Fig. S2b; Wieden-
sohler et al., 2012). PSL nanoparticles with diameters be-
low 20 nm are not commercially available (https://www.
thermofisher.com/order/catalog/product/3020A, last access:
1 April 2020), making verifications in this size range even
more impossible. The sizing accuracy of nanoparticles is crit-
ically determined by sheath flow rates and HV applied to the
nano-DMAs. However, unlike for the 100 nm nanoparticles,
a ±2 %–3 % sizing offset between the two DMAs would be
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very difficult to maintain for nanoparticles with diameters
smaller than 20 nm. Thus, accurate calibrations of the sheath
flow rates and HV are crucial for constraining the uncertainty
associated with sizing of nanoparticles below 100 nm. The
calibrations for aerosol and sheath flow, DMA voltage, and
sensors will be described in detail in Sect. 2.2.2–2.2.5.

2.2.2 Aerosol and sheath flow

The sizing accuracy of a DMA directly depends on the accu-
racy of aerosol and sheath flow rates. The aerosol flow rate
at the inlet of the nano-DMA1 is checked by using a bub-
ble flow meter (Gilian; model Gilibrator-2). Wiedensohler
et al. (2012) recommended that the measured aerosol flow
rate should not deviate by more than 5 % from the set flow
rate during the measurements; otherwise, one should check
the flow rate of CPC or check if there is a leak in the sys-
tem. Details about leak checking can be found in Birmili et
al. (2016).

To calibrate the sheath flow, a verified MFM (TSI; series
4000) is placed in the recirculating sheath flow closed loop
upstream of the MFM. By applying a series of sheath flow
rates, a calibration curve (flow rate vs. MFM analog out-
put) can be obtained according to the reading of the refer-
ence MFM. A maximum deviation of 2 % from the sheath
flow rate value of the reference MFM is recommended by
Wiedensohler et al. (2012), which can keep the sizing accu-
racy of 200 nm PSL particles within ±2 %.

2.2.3 DMA voltage

The sizing of nano-DMAs is very sensitive to the accu-
racy and precision of the voltages applied, especially when
measuring nanoparticles in the sub-10 nm diameter range. A
verified reference voltage meter, with voltage up to 1000 V
(Prema; model no. 5000 DMM; accuracy 0.005 %), is used
to calibrate the HV supply of the nano-DMAs (0–350 V).
By setting a series of analog voltage values, the HV ap-
plied to nano-DMA can be calibrated according to the values
shown in the reference voltage meter. For our nano-DMAs,
sub-10 nm particle sizes correspond to voltage below 50 V.
Hence, voltage calibration should be performed with a higher
resolution (smaller voltage interval), from 0 to 50 V (shown
in the inset of Fig. 2).

2.2.4 RH sensor

One typical method for calibrating RH sensors in a HTDMA
system is measuring the hygroscopic growth factors of am-
monium sulfate (Hennig et al., 2005), although the effects of
shape factors, restructuring, and impurities in the solutions
may hamper a reliable RH calibration with this method (Du-
plissy et al., 2009). Moreover, this indirect RH sensor cali-
bration through the measurement of the hygroscopic growth
factors of ammonium sulfate (usually with nanoparticle di-
ameters around or above 100 nm) only calibrates the RH

Figure 2. An example of voltage calibration of the nano-DMA2.

values higher than the ERH of the pure salt. Calibration
of RHs below the ERH of ammonium sulfate is important
for the phase transition measurements. Most importantly, we
are investigating the hygroscopic growth factors of ammo-
nium sulfate nanoparticles. Hence, using ammonium sulfate
nanoparticles to calibrate RH sensors in our system becomes
invalid.

Therefore, we alternatively calibrate the RH sensors by us-
ing a DPM (Edgetech; model no. MIRROR-99), which has
been recommended in several previous studies (Hennig et al.,
2005; Duplissy et al., 2009; Biskos et al., 2006a, b, c). In the
calibration, the DPM and RH sensors should be kept in the
well-insulated chamber with constant laboratory conditions
(e.g., flow rates, temperature, and pressure). By running the
DPM and all the other RH sensors in parallel at various RHs
(5 % to 90 %), a calibration curve of the RHs measured by
the DPM against the analog voltages of RH sensor can be
obtained.

2.2.5 Temperature sensor

Since all our temperature sensors and the highly accurate
DPM (Edgetech; model no. MIRROR-99) are installed in
the aforementioned well-insulated chamber, and the cham-
ber temperature is maintained with an air conditioner at about
292.15±0.1 K, we calibrate the temperature sensors and cor-
rect their systematic shift by comparing the record of the tem-
perature sensors and the DPM by keeping them in parallel
inside the chamber over a 12 h time period.

2.3 Particle generation

The experiments shown in this study were conducted us-
ing laboratory-generated ammonium sulfate and sodium sul-
fate nanoparticles. Nanoparticles with diameters of 6, 8, and
10 nm were generated by an electrospray (AG; TSI; model
no. 3480) with 1, 5, and 20 mM aqueous solution of ammo-
nium sulfate and sodium sulfate (Sigma-Aldrich; 99.99 %),
respectively. The generated particles were then diluted and
dried to RH below 2 % by mixing them with dry and fil-
tered N2 (1 L min−1) and CO2 (0.1 L min−1). The dried poly-
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disperse aerosol nanoparticles were subsequently neutralized
by a Po-210 neutralizer. To avoid blocking the 25 µm capil-
lary of the electrospray with a high-concentration solution,
we used an atomizer (AG; TSI; model no. 3076) to gen-
erate nanoparticles with diameters of 60–100 and 20 nm,
with a 0.05 and 0.001 wt % solution of ammonium sul-
fate and sodium sulfate (Sigma-Aldrich; 99.99 %), respec-
tively. Also, 100 nm PSL nanoparticles were atomized from
a PSL solution by mixing three drops of 100 nm PSL with
300 mL distilled and deionized Milli-Q water. The generated
nanoparticles were subsequently dried to RH below 10 %
with a custom-built Nafion dryer (ND; TROPOS; model no.
ND.070) and then neutralized by a Kr85 neutralizer.

The solutions used in our measurements were prepared
with distilled and deionized Milli-Q water (resistivity of
18.2 M� cm at 298.15 K). Note that, for 100–60 and 20 nm,
the solution concentration was adjusted so that the sizes
selected by the nano-DMA1 were always larger than the
peak diameter of the number size distribution of the gener-
ated nanoparticles to minimize the influence of the multiple
charged nanoparticles in the hygroscopicity measurements.
The influence of multiple charges on sub-10 nm particles is
expected to be very small; we, however, still used different
concentrations so that the sizes selected by the nano-DMA1
were always around the peak of the number size distribution
of the nanoparticles generated by the electrospray (Fig. S3).
This was to ensure that we could have as many particles as
possible to compensate for the strong loss of very small par-
ticles in the whole humidification system.

3 Results and discussion

3.1 Performance of the nano-HTDMA

3.1.1 Sizing accuracy

In this section, we show the performance of our nano-
HTDMA after a full calibration, including accuracy and sta-
bility of the aerosol and sheath flow rates, the voltage ap-
plied to the nano-DMAs, and nanoparticle sizing accuracy.
In our study, the sheath and aerosol flow rates and nano-
DMA voltage supply have been calibrated every day and ev-
ery 2 weeks, respectively. The deviations of the measured
aerosol and sheath flow rates from the set point values are
less than ±1 %, which is lower than the maximum variation
of 2 % recommended by Wiedensohler et al. (2012).

The voltage applied to the nano-DMAs (up to 350 V) is
kept within ±0.1 %, which is around the set value shown
in the voltage meter. As shown in Fig. 3a, when testing
with 100 nm PSL nanoparticles, the average peak diameter
of scans from the nano-DMA2 is 100.4 nm, which matches
well with the mean diameter of PSL nanoparticles (100±
3 nm; Thermo Fisher Scientific Inc.). Afterwards, when us-
ing nano-DMA1 to select 100 nm PSL, the scanned size dis-

tribution by nano-DMA2 has a peak diameter at 100.3 nm
(Fig. 3b), indicating a good sizing accuracy of the nano-
DMA1 too. As discussed in Sect. 2.2.1, it is difficult to ver-
ify the sizing accuracy of sub-100 nm aerosol nanoparticles
using PSL nanoparticles. Duplissy et al. (2009) and Wieden-
sohler et al. (2012) suggested estimating the sizing accuracy
of sub-100 nm nanoparticles through the DMA transfer func-
tion. The theoretical DMA transfer function (see Sect. S2 and
Eqs. S2–S4) was proposed by Knutson and Whitby (1975),
and they noted that sizing is crucially dependent on flow rates
and HV applied to the DMA. In our study, the flow accu-
racy calibrated by the mass flow meter (TSI; series 4000) is
within ±2 %. The variation in voltage applied to the nano-
DMAs (0–12 500 V, 0–350 V) around the set value was mea-
sured with voltage power supply (HCE 0-12500; HCE 0-350;
FuG Elektronik) and is summarized in Table S5. According
to the error propagation formula (see Sect. 2 and Eq. S5;
Taylor and Taylor, 1997), the calculated uncertainty in the
sizing of 6–100 nm nanoparticles increases as size decreases
(Table S5). The estimated sizing accuracy is slightly smaller
than the sizing offset of the two nano-DMAs, but in principle
they are still consistent with each other. This suggests that
uncertainties in slip correction, DMA dimensions (inner and
outer radius and length), temperature, pressure, and viscos-
ity of air may also affect the sizing accuracy (see Sect. S2
and Eq. S4; Kinney et al., 1991). Besides, Wiedensohler et
al. (2012) also suggested that particle losses and the size-
and material-dependent CPC counting efficiency can affect
the size accuracy of DMAs.

After calibration, on average a < 1.4 % sizing offset be-
tween the two nano-DMAs can be achieved for ammonium
sulfate nanoparticles with dry diameters of 100, 60, and
20 nm (Figs. 3c, 5, S4, and S5; Table S3), which is much
better than the 2 %–3 % criteria recommended by Massling et
al. (2011) and Zhang et al. (2016). For sub-10 nm ammonium
sulfate nanoparticles, our system has an average sizing offset
of < 0.9 % for 10 and 8 nm particles and ∼ 1.4 % for 6 nm
particles, respectively (Figs. 3d, 5, and S6; Table S3). As dis-
cussed above, uncertainties in the sheath flow rates and nano-
DMA voltages will increase as size decreases, which results
in a larger sizing offset of 6 nm nanoparticles compared with
other sizes. Note that we also tested the calibration of the
DMA voltage with a voltage meter with a lower accuracy of
±1 %, and the DMA voltages can only be kept within ±1 %
around the set value. In this way, we found a much larger siz-
ing offset for the sub-10 nm particles, i.e., 5.4 % and 6.0 %
for 8 and 6 nm ammonium sulfate nanoparticles, respectively.
These results show that maintaining an accurate sheath and
aerosol flow (with±1 % around the set value) together with a
careful voltage calibration (with±0.1 % around the set value,
especially in low-voltage range, i.e., < 50 V for our system)
is the key for the accurate sizing of sub-10 nm nanoparticles.
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Figure 3. Sizing accuracy and sizing offset of nano-DMAs after
calibration. (a) Normalized number size distribution scanned by the
nano-DMA2 for 100 nm PSL nanoparticles (black solid square).
Normalized number size distributions scanned by the nano-DMA2
for 100 nm PSL nanoparticles (b) and 60 nm (c) and 10 nm (d) am-
monium sulfate (AS) selected by the nano-DMA1 at RH below 5 %
at 298 K (black solid square). The dotted lines mark the diameters
of the monodispersed nanoparticles selected by the nano-DMA1,
i.e., 100 nm in (b), 60 nm in (c), and 10 nm in (d). The black solid
lines mark the peak diameters from the Gaussian fits (red curve).

3.1.2 Preventing predeliquescence in the deliquescence
measurement mode

Predeliquescence of dry nanoparticles in the deliquescence
measurement mode is an important issue that needs to be re-
solved in order to obtain accurate DRH (Biskos et al., 2006b;
Duplissy et al., 2009; Bezantakos et al., 2016; Hämeri et al.,
2000). Since temperature and RH are closely linked, and ac-
curate monitoring of these two quantities in the system is
critical for nano-HTDMA measurements, we calibrated all
RH and T sensors regularly (every 2 weeks in this study).
To prevent predeliquescence, and to optimize the system, we
have conducted three tests using ammonium sulfate nanopar-
ticles with a dry diameter of 100 nm. In the first test, we reg-
ulated the RH of the excess flow (RHe) and made it equal to
that of the aerosol flow at the inlet of nano-DMA2 (RHa),
i.e., RHe = RHa, as done by previous HTDMA measure-
ments (e.g., Villani et al., 2008). As shown in Fig. 4a, the
measured growth factors of 100 nm ammonium sulfate are
in good agreement with predictions of the Extended Aerosol
Inorganics Model (E-AIM; Clegg et al., 1998) at RH above
80 %. However, the ammonium sulfate nanoparticles deli-
quesce at 75 % RH, which is significantly lower than the
expected DRH (80 %; Tang and Munkelwitz, 1994). Since
our RH sensors were all well calibrated, and the uncertainty
of RH measurement is ±1 %, it is reasonable to hypothesize

Figure 4. Mobility diameter hygroscopic growth factors (gf) of
100 nm ammonium sulfate (AS) nanoparticles at 298 K mea-
sured in deliquescence mode. In comparison, the E-AIM model
predicted growth factors of ammonium sulfate nanoparticles at
100 nm. (a) RHe = RHa (75 %, 75 %) represents the RHe and RHa;
(b) RHe ≥ RHa+ 3 % (75 %, 72 %) represents the RHe and RHa;
and (c) RHs = RHa. (d) The enlarged view of the RH range of 70 %
to 84 % in Fig. 4c. The (80 %, 80 %) points represent the RHs and
RHa. RHs and RHe are the RH of sheath flow in the inlet of nano-
DMA2 and in the excess air line, respectively. RHa is the RH of
aerosol flow in the inlet of nano-DMA2.

that the RH upstream of nano-DMA2 has already reached
the deliquescence RH of ammonium sulfate nanoparticles.
When these aerosol nanoparticles move downstream of the
nano-DMA2, the RH decreases back to 75 %, which dehy-
drates the deliquesced ammonium sulfate nanoparticles. To
avoid the predeliquescence, Hämeri et al. (2001) have sug-
gested setting RHa to be 3 %–5 % lower than RHe. In the
second test, we configured and regulated the system follow-
ing this suggestion, i.e., RHe ≥ RHa+ 3 %. In this case, the
ammonium sulfate nanoparticles still deliquesce at 79 % RH
(Fig. 4b), even if RHa is 6 % lower than RHe.

Previous studies (Biskos et al., 2006b; Bezantakos et al.,
2016) have shown that RH nonuniformities within the nano-
DMA2 can result in inaccurate measurements of the phase
transition and hygroscopic growth of aerosol nanoparticles.
One reason for RH nonuniformities within nano-DMA2 is
that the sheath flow RH is different from the aerosol flow RH
at the inlet of the DMA (Hämeri et al., 2000, 2001). Another
important reason is the existence of the temperature gradi-
ent within nano-DMA2 (Bezantakos et al., 2016). Hence,
in the third test, we moved the RH sensor from the excess
flow downstream of the nano-DMA2 to the sheath flow up-
stream of the nano-DMA2 and then regulated RH of sheath
flow (RHs) to be the same as RHa (shown in Fig. 1); i.e.,
RHs = RHa as done by Kreidenweis et al. (2005), Biskos et
al. (2006a, b), and Massling et al. (2011). Note that, to mini-

Atmos. Meas. Tech., 13, 5551–5567, 2020 https://doi.org/10.5194/amt-13-5551-2020



T. Lei et al.: Nano-HTDMA for investigating hygroscopic properties of nanoparticles 5559

Figure 5. Deliquescence-mode measurements of ammonium sulfate
(AS) aerosol nanoparticles with a dry mobility diameter from 20–
6 nm. The measured (black circles) and fitted (solid lines) normal-
ized size distribution are shown for increasing RH. The red and blue
lines represent the aerosol nanoparticles in the solid and liquid state,
respectively. The RH history in each measurement is 5%→X%,
where X is the RH value given in each panel.

mize the temperature gradient within the nano-DMA2 in our
system so that nanoparticles can undergo almost the same
RH conditions, the nano-DMA2 with its sheath flow hu-
midification system has been placed in a well-insulated, air-
conditioned chamber. The air temperature inside the cham-
ber can be maintained at an almost constant level (292.15±
0.1 K). In addition, a heat exchanger was installed down-
stream of the recirculation blower to minimize the temper-
ature perturbation in the sheath flow by the heat generated
in the RB. Unlike previously reported by Bezantakos et
al. (2016), who said that the RH at the outlet was higher
than at the inlet of the sheath air, we monitored the sheath
flow temperature at the inlet of nano-DMA2 so that it was
slightly lower (less than ∼ 0.2 K) than that at the outlet (i.e.,
the RHs at the inlet of nano-DMA2 is slightly higher (∼ 1 %)
than the RH of the excess air at the outlet), while the tem-
perature of the sheath flow was equal to that of the aerosol
flow at the inlet of nano-DMA2 during the measurements. A
small temperature difference in nano-DMA2 is more likely
due to the heat transfer between the inner electrode and air
which flows around it by convection and conduction (Bezan-
takos et al., 2016). The plausible reason for this could be
that when charged nanoparticles (similar to the electric cur-
rent) hit the inner electrode, the inner electrode has some
resistive heating from the electric current that flows. Such
a temperature difference and gradient within DMA was ob-

served in previous studies (Biskos et al., 2006a; Villani et
al., 2008; Duplissy et al., 2009; Bezantakos et al., 2016;
Giamarelou et al., 2018). For example, a ±0.5 ◦C temper-
ature difference within DMA was observed by Giamarelou
et al. (2018) during the measurements. Except for the pos-
sibly slightly higher temperature of the inner electrode than
the surrounding air, the temperature gradient in DMA2 may
also be caused by environmental disturbances or tempera-
ture differences between other parts of DMA and between
sheath flow and aerosol flow. In this study, we calculate the
change in heat (Q) of a nano-DMA2 system at a constant
pressure, which is estimated to be ∼ 0.08 W (Q=mdTCp,k)

by considering the density and heating capacity of air and the
aerosol and sheath air flow rate (ρ = 1.2041 kg m−3; Cp =

1.859 kJ kg−1 ◦C; Atkins et al., 2006). Although this tem-
perature perturbation (less than ∼ 0.2 K between the sheath
flow at the inlet and the excess flow at the outlet of the nano-
DMA2) is larger than the ideal condition of less than 0.1 K
that Duplissy et al. (2009) and Wiedensohler et al. (2012)
suggested, our experimental results show that a prompt phase
transition can still be achieved. In this case, the measured
DRH of ammonium sulfate nanoparticles is almost at 80 %
(Fig. 4c and d).

3.1.3 Prompt phase transition of ammonium sulfate

Figures 5 and 6 show the normalized particle number size
distributions measured by the nano-DMA2 in the respective
deliquescence and efflorescence measurement modes for am-
monium sulfate nanoparticles with dry mobility diameters
of 20, 10, and 6 nm (see Fig. S4 for 100 nm; see Fig. S5
for 60 nm; see Fig. S6 for 8 nm). In the deliquescence mea-
surement mode (Figs. 5, S4a, and S5a), we observed a simi-
lar double-mode phenomenon to that reported by Mikhailov
et al. (2004) and Biskos et al. (2006a, b). For example, at
20 nm there are two distinct intersecting modes of particle
size distributions determined by the nano-DMA2 in the RH
range from 79 % to 83 % RH (around the DRH of ammo-
nium sulfate). Biskos et al. (2006a, b) attributed these two
modes to the coexistence of solid and liquid phase nanopar-
ticles at RH close to the DRH of ammonium sulfate. This is
due to the slight inhomogeneity of RH in the second nano-
DMA, i.e., some nanoparticles have already undergone del-
iquescence (liquid state) and some have not (solid). This is
evident through a double-mode log-normal fitting (red and
blue modes in Fig. 5). Until RH ∼ 82 %, the peak diameter
of the red mode at 82 % RH is similar to that at 11 % RH,
indicating that these nanoparticles are still in a solid state.
At 82 % RH, a population of ammonium sulfate nanoparti-
cles starts to deliquesce and exists in a distinct mode with a
significantly larger peak diameter (blue mode), although the
majority of the nanoparticles remain solid (red mode). As
RH further increases, the peak diameter of the normalized
number size distribution of the blue mode increases, indicat-
ing the continuous growth of the nanoparticles after deliques-
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Figure 6. Efflorescence-mode measurements of ammonium sulfate
(AS) aerosol nanoparticles with a dry mobility diameter from 20–
6 nm. The measured (black circles) and fitted (solid lines) normal-
ized size distribution are shown for increasing RH. The red and
blue lines represent the aerosol nanoparticles in the solid and liq-
uid state, respectively. The RH history in each measurement is
5 %→ 97%→X%, where X is the RH value given in each panel.

cence. However, in our case, the double-mode phenomenon
was not observed for 8 and 6 nm ammonium sulfate nanopar-
ticles (Figs. 5 and S6a). To have a better estimation of DRH
when the double modes occurred, the peak diameter of the
mode with the larger number of nanoparticles was chosen
for growth factor calculation (Biskos et al., 2006a, b). For ex-
ample, for 20 nm ammonium sulfate nanoparticles, the peak
diameters of the normalized number size distribution of the
red and blue modes are used to calculate the growth factor at
RH between 79 % to 83 %, respectively.

For the efflorescence measurement mode, we adopted the
approach of Biskos et al. (2006b) and used the geometric
standard deviation of the number size distribution (i.e., sigma
– σ) to quantify the diversity in the sizes of the nanoparti-
cles. As shown in Figs. 6, S4b, S5b, and S6b, a broadening
of the normalized number size distributions measured with
nano-DMA2 was only observed for 20 nm ammonium sul-
fate nanoparticles in the RH range from 33 % to 30 %. There,
at RH higher than 33 % or lower than 30 %, σ stays stable
at 1.072. However, clear increases in σ (1.078–1.087) were
observed for RH between 33 % and 30 %. The normalized
number size distributions in the RH range from 33 % to 30 %
can be further resolved by double-mode fit with a fixed σ of
1.072 (the red and the blue mode in Fig. 6 for 20 nm). The
ammonium sulfate nanoparticles in the red mode at RH be-
tween 33 % and 30 % are in the solid state because the peak

diameter of red mode is similar to that at 11 % RH. How-
ever, within this RH range, the peak diameter of the blue
mode is significantly larger, indicating that these nanoparti-
cles are still in the liquid state. Further decreasing RH (lower
than 30 %) leads to only one mode being observed, and the
peak diameter of the normalized number size distribution is
almost unchanged as RH decreases (red mode in Fig. 6 for
20 nm), which means that the nanoparticles have all been
in the solid state. Similar to the deliquescence measurement
shown above and in Fig. 5, the coexistence of solid and aque-
ous phase nanoparticles at RH 30 %–33 % is also very likely
to stem from the slightly heterogeneous RH in nano-DMA2
(Biskos et al., 2006b). To have a better estimation of ERH
when the broadening phenomenon exists, the peak diame-
ter of the mode with the larger number of nanoparticles was
used for the growth factor calculation. After such data pro-
cessing in both the deliquescence and efflorescence modes,
we obtained prompt deliquescence and efflorescence of 6
to 100 nm ammonium sulfate nanoparticles (more details in
Sect. 3.1.4).

3.1.4 Size-dependent hygroscopicity of ammonium
sulfate nanoparticles

Figure 7 shows the humidogram of ammonium sulfate
nanoparticles measured by our nano-HTDMA system in the
size (dry diameter) range of 6–100 nm. The detailed compar-
ison between our results and those of Biskos et al. (2006b)
during both deliquescence and efflorescence measurements
is presented in Fig. 8a and b (also Fig. S7). In general, our re-
sults are in good agreement with the measurement results of
Biskos et al. (2006b) and the theoretical prediction by Cheng
et al. (2015). First, there is a strong size dependence in the
hygroscopic growth factor of ammonium sulfate nanoparti-
cles, and smaller ammonium sulfate nanoparticles exhibit a
lower growth factor at a certain RH. For example, the differ-
ence in the growth factor between 6 and 100 nm nanopar-
ticles is up to 0.28 at 80 % RH (Fig. S8a). Second, there
is, however, no significant size dependence in both DRH
and ERH (Fig. S8b). For nanoparticles of different sizes (6–
100 nm), the DRH and ERH of ammonium sulfate varies
slightly from ∼ 80 % to 83 % and ∼ 30 % to 34 %, respec-
tively. This variation in the DRH and ERH with respect to
the size is much smaller for ammonium sulfate nanoparticles
than for sodium chloride (Biskos et al., 2006a, c).

Although our results in general agree well with Biskos
et al. (2006b), the growth factors of 10, 8, and 6 nm am-
monium sulfate nanoparticles that we measured at high RH
(i.e., >∼ 70 %) are slightly lower (∼ 0.02 in growth fac-
tor) than those in Biskos et al. (2006b) in both deliques-
cence and efflorescence processes (Figs. 8b and S7). We
calculated the uncertainties in the growth factor of 10 nm
ammonium sulfate from 80 % to 90 % RH for our sys-
tem and the Biskos et al. (2006b) system with the follow-
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Figure 7. Mobility diameter hygroscopic growth factors (gf) of am-
monium sulfate (AS) aerosol nanoparticles with a dry mobility di-
ameter from 6 to 100 nm in the deliquescence mode (red square and
error bar) and the efflorescence mode (royal blue square and error
bar). Deliquescence and efflorescence relative humidity (DRH and
ERH; black dashed line) of ammonium sulfate (AS) nanoparticles
with dry mobility diameter from 6 to 100 nm.

ing:

√√√√((gf

√
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dRH

)2
,

)
(Mochida and Kawa-

mura, 200). Here, εDp, εRH, and gf are the uncertainty of the
particle mobility diameter, the uncertainty of relative humid-
ity, and the growth factor with respect to RH, respectively.
The average sizing offsets of our system, and the system of
Biskos et al. (2006b) for 10 nm ammonium sulfate, are taken
here as εDp

Dp
(see Table 1). As shown in the inset of Fig. 8b,

the discrepancies between the two systems are still within the
measurement uncertainty.

In addition, compared to Biskos et al. (2006b), our results
show a similar restructuring in the deliquescence mode at RH
between about 20 % and 75 % for 100 and 60 nm ammonium
sulfate nanoparticles (Fig. 8c). However, different to Biskos
et al. (2006b), we do not find restructuring for smaller am-
monium sulfate nanoparticles (20, 10, 8, and 6 nm) at RH be-
low the deliquescence point (Fig. 8c and d). There seems to
be continuous water adsorption, and the adsorbed water lay-
ers (Romakkaniemi et al., 2001) become significantly thicker
when RH is closer to the DRH (i.e, RH> 70 %). For ex-
ample, a slight increase in the hygroscopic growth factor of

Figure 8. (a–b) Mobility diameter hygroscopic growth factors (gf;
black squares), deliquescence and efflorescence relative humidity
(DRH and ERH; black dashed lines) of ammonium sulfate (AS)
nanoparticles with a dry diameter of 60 and 10 nm, respectively.
Red squares and red dashed lines show the respective results from
Biskos et al. (2006b), respectively. Black and red uncertainties
of growth factors at certain RH are calculated by the following:√√√√((gf

√
2εDp
Dp

)2
+

(
εRH

dgf
dRH

)2
)

, where εDp, εRH, and gf are the

uncertainty of particle mobility diameter, the uncertainty of relative
humidity, and the growth factor with respect to RH, respectively
(Mochida and Kawamura 2004). (c–d) Comparison of growth fac-
tors of ammonium sulfate (AS) nanoparticles with a dry diameter
range from 6 to 100 nm, with Biskos et al. (2006b) prior to deli-
quescence of ammonium sulfate nanoparticles.

6 nm ammonium sulfate nanoparticles is observed in the RH
range from 65 % to 79 % RH before deliquescence. This is at-
tributed to water adsorption on the surfaces of these nanopar-
ticles. It seems that smaller nanoparticles have a stronger
tendency to adsorb water when approaching the DRH than
the larger ones. A similar phenomenon was also observed
by Hämeri et al. (2000, 2001), Romakkaniemi et al. (2001),
Biskos et al. (2006a, b, c), and Giamarelou et al. (2018).
The reason for such enhanced adsorption at smaller sizes still
needs to be investigated. Note that the ammonium sulfate hy-
groscopic data from Biskos et al. (2006b) shown here are all
generated by an electrospray, but in our experiments, only the
ammonium sulfate nanoparticles with diameters smaller than
20 nm (i.e., 10, 8, and 6 nm) were generated by an electro-
spray, while the larger nanoparticles (i.e., 20, 60, and 100 nm)
were generated by an atomizer. Different from the genera-
tion conditions for 6–10 nm ammonium sulfate nanoparticles
in Biskos et al. (2006b), in our study, in order to minimize
the multiple charged nanoparticles, three different concentra-
tions were used so that the size selected by the nano-DMA1
(i.e., 6, 8, and 10 nm) was always slightly larger than peak
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of the number size distribution of the nanoparticles gener-
ated by the electrospray. This also helps us to have as many
as nanoparticles as possible to compensate for the strong
nanoparticle losses in the nano-HTDMA system. In addi-
tion, we used both an electrospray and an atomizer to gen-
erate 20 nm ammonium sulfate, and we compared their hy-
groscopic growth factors prior to deliquescence. Figure S12a
shows a∼ 0.1 higher growth factor of 20 nm ammonium sul-
fate generated by the electrospray than when using the atom-
izer in the RH range from 55 % to 82 %, which is similar
to the difference in the hygroscopic growth factor of 20 nm
NaCl aerosol nanoparticles when using the different genera-
tion methods, shown in Fig. S12b, in Biskos et al. (2006a).
Besides different generation conditions, the morphology of
the dried ammonium sulfate particles may also differ slightly
between our study and Biskos et al. (2006b) because of the
different drying rate, as the drying flow rates and RH of the
dried ammonium sulfate in the two HTDMA systems are dif-
ferent too. This means the different generation methods and
drying conditions may influence the surface structure of the
nanoparticles and, thus, their interaction with the adsorbed
water layers (Iskandar et al., 2003; Wang et al., 2019).

3.2 Size-dependent hygroscopicity of sodium sulfate
nanoparticles

As it is a common constituent of atmospheric aerosol parti-
cles (Tang and Munkelwitz, 1993, 1994; Tang, 1996; Tang et
al., 1995), the hygroscopicity of sodium sulfate with diam-
eters above 20 nm particles has been investigated by a few
groups (Tang et al., 1995; Xu and Schweiger, 1999; Hu et al.,
2010). However, its hygroscopic behavior in the sub-10 nm
size range has not been investigated yet. In this study, we ap-
plied our nano-HTDMA system to measure the hygroscopic
growth factors, DRH, and ERH of sodium sulfate nanoparti-
cles with a dry size from 20 nm down to 6 nm.

Figure 9 shows the measured size-resolved hygroscopic
growth factors of sodium sulfate nanoparticles. Different
from the observations by Tang et al. (1995) using an elec-
trodynamic balance (EDB), we observed a prompt deliques-
cence and efflorescence for both 20 and 6 nm sodium sul-
fate nanoparticles. Two intersecting modes in the measured
number size distribution of the humidified sodium sulfate
nanoparticles are observed at RH close to the DRH (Figs. S9
and S10) and at ERH, suggesting an external mixture of
aqueous and solid nanoparticles. As shown in Sect. 3.1.3, a
similar phenomenon is also observed for ammonium sulfate,
which could be attributed to the slight RH heterogeneities in
nano-DMA2; this makes only part of the nanoparticles deli-
quesce at RH close to the DRH, while the others remain in
the solid state.

Together with the hygroscopic growth of 14–16 µm and
200–20 nm sodium sulfate measured previously by Tang et
al. (1995) and Hu et al. (2010), we show a strong size de-
pendence in hygroscopic growth factors of sodium sulfate

Figure 9. Mobility diameter hygroscopic growth factors (gf) and
deliquescence and efflorescence relative humidity (DRH and ERH;
red and blue dashed lines) of sodium sulfate nanoparticles with a
dry diameter of 20 nm, (red squares) and 6 nm, (blue squares), re-
spectively. Black squares and black dashed lines show the respec-
tive results from Tang et al. (1995) with electrodynamic balance
(EDB), respectively. In this study, the black, red, and blue curves
show the E-AIM predictions, including the Kelvin effect and shape
factors (χ).

nanoparticles (Fig. S11d). For example, at RH= 84 %, the
hygroscopic growth factor of 6 nm sodium sulfate is only
∼ 1.3 (in efflorescence mode), while the respective growth
factors are about 1.5 and 1.8 for 20 nm and 14–16 µm par-
ticles. As shown in Fig. 9, E-AIM already agrees well with
the hygroscopic growth of micrometer particles (14–16 µm)
without shape correction (DeCarlo et al., 2004), i.e., shape
factor (χ) of 1.0. However, to explain observation, a shape
factor of ∼ 1.16 and 1.26 would be needed for 20 and 6 nm
sodium sulfate nanoparticles, respectively.

There is no significant change in DRH between 14 and
16 µm (∼ 84 %) and 20 nm (∼ 84 %) sodium sulfate parti-
cles (Fig. 9). This is consistent with Hu et al. (2010) where
no change in DRH, from 200 nm down to 20 nm (∼ 82 %; see
Table 1 from Hu et al., 2010), was observed. However, a sig-
nificant increase in DRH occurred when further decreasing
particle diameters to 6 nm (DRH=∼ 90 %). The size depen-
dence of ERH is stronger than that of DRH, as there is al-
ready a clear increase in ERH from micrometer 14 to 16 µm
(∼ 57 %) to 20 nm (∼ 62 %) sodium sulfate particles. When
further reducing the particle diameters to 6 nm, an almost 6 %
increase in DRH can be found, compared to the micrometer
14–16 µm particles (i.e., ERH increases from 57 % to 82 %,
respectively). Different from ammonium sulfate, for which
DRH and ERH show no significant size dependence, there
is a strong size dependence in the DRH and ERH of sodium
sulfate according to our observations down to 6 nm. The dif-
ference in the size dependence of DRH and ERH between
sodium chloride and ammonium sulfate has been theoreti-
cally studied and explained by Cheng et al. (2015). The main
reason is the different concentration dependence of the so-
lute activities and the different solute–liquid surface tension
(e.g., the same change in solute molality leads to a larger
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change in the solute activity of sodium chloride than that of
ammonium sulfate). The phase transition concentration (del-
iquescence and crystallization concentration) of ammonium
sulfate is thus more sensitive to the size change compared
to that of sodium chloride, leading to the almost unchanged
DRH and ERH of ammonium sulfate nanoparticles (Cheng
et al., 2015). For the size dependence of the phase transition
of sodium sulfate, the strong size effect on DRH and ERH is
similar to that of sodium chloride but different to that of am-
monium sulfate in the size range from 6 to 20 nm, suggesting
that the nonideality of the solution property is close to that
of sodium chloride but weaker than that of ammonium sul-
fate. As different hydrates of sodium sulfate may exist dur-
ing the deliquescence and efflorescence processes (Xu and
Schweiger, 1999), explaining the underlying mechanism of
the size-dependent hygroscopicity of sodium sulfate particles
can be challenging.

4 Summary and conclusion

In this study, we presented our newly designed and self-
assembled nano-HTDMA for measuring the hygroscopicity
of nanoparticles in the sub-10 nm diameter size range. We
also introduced comprehensive methods for system calibra-
tion and reported on the performance of the system, focusing
on sizing accuracy and preventing predeliquescence in the
deliquescence measurement mode. By comparing our find-
ings with previous studies on ammonium sulfate nanoparti-
cles (Biskos et al., 2006b), we show that our system is capa-
ble of providing high-quality data of the hygroscopic behav-
ior of sub-10 nm nanoparticles. We then extended our mea-
surements to sodium sulfate nanoparticles, for which size-
dependent deliquescence and efflorescence have been clearly
observed for nanoparticles down to 6 nm in size and which
demonstrate similar behavior to sodium chloride.

As we know, atmospheric aerosol particles consist of not
only inorganic components but also a vast number of other
organic components existing in the atmosphere. However,
their physicochemical properties are still not fully under-
stood, especially when it comes to the nanoscale and su-
persaturated concentration range. The nano-HTDMA system
can be directly applicable for exploring the size dependence
of aerosol nanoparticles. By combining the multisize mea-
surements of hygroscopicity and the differential Köhler anal-
yses (DKA; Cheng et al., 2015) in the nano size range, we
will be able to characterize and parameterize the water ac-
tivity and surface tension of different inorganic and organic
systems. This will further help us to understand the forma-
tion and transformation of aerosol nanoparticles in the atmo-
sphere and their interaction with water vapor.
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